A new testing apparatus is proposed to measure the thermal properties of fabrics made from polymeric materials. The calibration of the apparatus and the data acquisition procedure are considered in detail in order to measure thermal conductivity, resistance, absorption and diffusivity constants of the tested fabric samples. Differences between dry and wet fabrics have been carefully detected and analyzed. We have developed a new measurement protocol, the ThermoTex protocol, which agrees with the UNI EN 31092 standard and entails an accurate quantification of the experimental errors according to a standard statistical analysis, thus allowing a rigorous investigation of the physical behavior of the phenomena involved. As a consequence, our machinery exhibits great potentialities for optimizing the thermal comfort of fabrics, according to the market demand, thanks to the possible development of a predictive phenomenological theory of the effects involved.
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I. INTRODUCTION Thermal properties of textile fabrics are of great interest and relevance for textile researchers [1] - [4] , since they determine several among the major characteristics related to the wearer's overall comfort perception [5] , having significant effects on the skin mean temperature too [6] . The heat transfer through clothes takes place by means of three distinct processes: conduction, convection and radiation. In the conduction mechanism heat propagates through short range interactions of molecules and/or electrons, while convection involves heat transfer by means of the combined mechanisms of fluid mixing and conduction; instead heat radiates away in the form of electromagnetic waves, mainly in the infrared (IR) region [7] . For what concerns here, it is generally accepted that heat transfer by conduction is more significant than other mechanisms.
For a textile material composed of fibers and entrapped air, the thermal conductivity is the result of a combination of two effects mediated by the fiber polymer and air thermal conductivity. Within the fibrous insulation, heat transfer mainly involves conduction through the solid material of the fibers, convection through the intervening air and thermal radiation, but a lot of literature has shown that radiative heat transfer could lead to a significant contribution to the total heat transfer within these highly porous media [8] . Moreover, textile surface treatments and finishing processes Table I : Some properties of the materials employed in the present study strongly influence the textile thermal insulating properties, and this is particularly true for those related to the IR thermal radiation [5] .
In the literature [3, [9] [10] [11] many papers are devoted to thermal insulation, comfort properties of clothing and to the related experimental techniques and measurement methods. At the same time, several existing standard procedures and testing methods have been developed in order to specify fabric IR properties [12, 13] . Basically, some of the proposed approaches are based on the establishment of a steady-state thermal conductivity regime where an electric heater provides a temperature field in a given sample [14] . In addition, other experimental devices have been proposed in recent years to test the thermal comfort of textile fabrics, like the "hot disk" [15] and the FRMT [7] ones, this machinery being successfully applied [16, 17] to the characterization of several kinds of textile fabrics, including the effect of different fabric covering factors and finishing agents. Two such devices are commercially available: the Thermolabo KES-FB7 system developed by Kawabata [18] and the Alambeta apparatus built by Hes and Dolezal [19, 20] , the last one allowing the measurement of the textile thermal contact properties which enter into the definition of the so-called "warm/cool feeling".
The measurement protocol of thermal and transpiration properties is coded in the European Standard UNI EN 31092 [21] . This code is based on the use of a steady-state device -the so-called "Skin Model" -simulating the amounts of heat and humidity exchanged between the human body and the external environment through the clothes worn. However, the methods employed have the disadvantage of measuring the fabric surface temperature in a single point, and then assuming a uniform temperature distribution over the textile surface, which is certainly not the case for fabrics characterized by low covering factors showing highly variable temperature values over their structure. In the present paper we relax such a limiting assumption and present several important results coming from a careful experimental investigation aimed at studying the thermal characteristics of different fabrics of variable yarn configuration. The results obtained will form the basis of a future theoretical analysis which will be able to predict the fabric thermal behavior, taking into account different influencing parameters, such as the morphology of the component fibers, the yarn structure and properties, the physical and structural characteristics of fabrics and the effect of finishing agents [22] . The experimental apparatus developed here is similar to the hot disk mentioned above, but takes advantage of the use of an IR thermocamera to measure the whole fabric surface temperature distribution.
II. EXPERIMENTS

A. Materials
In order to verify the accuracy of the methodology proposed, we first tested insulating materials of known thermal properties, like neoprene and polystyrene, and then considered cotton samples, both dry and wet: the main characteristics of textile samples used in this research are reported in Table I . The fabrics were washed in a 2% non-ionic detergent (BERDET WF, wetting agent, kindly supplied by Europizzi, Urgnano, Italy) at pH = 7 and temperature of 40 o C for 20 minutes, and then rinsed several times with deionized water, dried and put into drier for storage. The cleaned samples were conditioned under standard atmospheric pressure at 65 ± 4% relative humidity and at a temperature of 20 ± 2 o C for at least 24h before any of our experiments. A view of the TheCotex apparatus: 1) hot plate; 2) plexiglas cylinder; 3) control mechanism for raising/lowering the hot plate; 4) IR thermocamera.
B. Test methods
As well known, any thermal property of a given fabric depends on the thermal conductivity λ, the latter being a function of the thermal powerQ transmitted through the testing sample, of its surface A and thickness s, and of the temperature difference ∆T across its thickness:
The thermal comfort properties like thermal resistance R, absorption b and diffusion a are derived from the measured thermal conductivity λ and are computed as follows:
where ρ [kg/m 3 ] is the density of the sample (calculated by dividing the surface density by thickness) and c [J/(kgK)] its specific heat. The thermal resistance R is associated with the fabric structure, and is a very important parameter in ruling thermal insulation. The thermal absorption b is, instead, a surface property that can be related to the warm/cool feeling: fabrics with a low value of the thermal absorption will give a warm feeling. Finally, the thermal diffusion a is a property describing the heat flow through the fabric.
In order to determine such properties, a new test method was developed, based on the principle that the conductivity λ is measured through the ratio between a known thermal power and the temperature difference in a system where conduction prevails. The experimental setup was thus designed to provide measurement of the cooling rate of a solid body heated to a fixed temperature and insulated from the ambient medium by the fabric. The schematic diagram of the experimental apparatus, named TheCotex, is shown in Fig. 1 . It consists in a heating device, i.e. an hot plate, that can be moved inside an externally insulated plexiglas cylinder, on the top of which the fabric sample is installed, thus separating the hot cylindrical cavity from the ambient air. An automatic control system allows to maintain the hot plate temperature at the desired working point with an accuracy of ±0.1% and a stability of ±0.1 o C. In order to minimize heat losses, the hot plate was directly in contact with the textile sample, so that the plate temperature, measured by means of calibrated T-type thermocouples, corresponds just to the bottom temperature of the sample. An IR thermocamera (FLIR ThermoVisionTM A40 with a 64/150 mm close-up lens) is used to capture the temperature distribution over the external surface of the textile sample but, in addition to it, other T-type thermocouples are also glued to the external surface of the sample for calibration purposes. The heat flux across the sample is finally calculated starting from the electric power dissipated into the hot plate.
A calorimeter was, then, manufactured to characterize the TheCoTex operation: it allows to evaluate the actual thermal power Q from the hot plate to the fabric sample. Indeed, due to heat losses through the ambient air and the plate support, it could differ from the measured electrical power P el = V I, given by the input voltage V and the hot plate operating current I. This procedure leads to the definition of a effective correction curve, in order to estimate the actual thermal power from the measured supplied electrical power.
The following protocol has been adopted for the measurement calorimetric procedure:
1. fix the hot plate input voltage;
2. measure the actual thermal power every ten minutes (for at least two hours);
3. repeat point 2 (at least one more time), taking care that the hot plate is turned off between a given run and the following one, until the complete cooling;
4. repeat points 2 and 3 for at least three different input voltages (for example: 2, 3, 4 V). Figure 2a shows the actual thermal power versus time transmitted by the hot plate, for different values of the input voltage: the different curves exhibit a similar trend, with a maximum around the minute 20 (after the hot plate was switched on), followed by a slow decrease of the power. The efficacy of the calibration model described above has been tested by making measurements of the thermal transmittance of several insulating materials (polyester, neoprene and polystyrene). The quantity λ is obtained from Eq. (1), where Q is the power emitted by the hot plate at a given time and voltage, while s and A are the thickness and the surface of the sample (in contact with the hot plate), respectively, and ∆T is the temperature difference between the upper and the lower surface of the sample. From our data, collected at different times, we see (Fig. 3 ) that the behavior of λ is not stationary, but it decreases with time. The fitting curve we adopted is a simple exponential one, tending to a finite value for the time t tending to infinity:
The asymptotic value λ ∞ is, then, directly deduced from standard regression of this law to our experimental data: it represents the regime thermal conductivity in stationary conditions. The above exponential model gives, however, also important informations about the thermal power transmitted by the hot plate. As a matter of fact, for almost any of the materials we investigated (and in any experimental condition), we obtain a time constant τ equal to about 40 minutes; it is mainly independent of the material under study, while mainly depends on the hot played employed. The thermographic images (Fig. 2b) , taken during the previous measurements, also indicate the existence of a typical critical time required by the device in order to reach a temperature homogeneity in any point of the hot plate. As expected, after this critical time, λ reduces to the asymptotic value λ ∞ . Such results thus confirm the validity of our calibration model of the heat source, and this is just the starting point for the settlement of the ThermoTex protocol, defined by the following measurements.
B. Measurements I
After the calibration of our machinery, the protocol has been applied to test cotton fabrics, obtaining their thermal conductivity and resistance, as well as their diffusivity and absorption constants. With the focus of a comparative analysis for the thermal behavior of a given sample, such properties have been analyzed as a function of several geometric, physical and tissue parameters, finding relevant differences among the different samples due to the sample geometry and to the presence of interstices full of air. The fabrics used in the present analysis were eight cotton samples, divided into two groups according to their warp/weft structure: with type A we denote satin fabrics, while type B refers to plain fabrics.
Firstly, we measured thermal conductivities (as described above), whose values enter the evaluation of thermal resistance (see Fig.s 4) . In order to check the results here obtained, the thermal resistance was measured also by means of the Skin Model method [23] . Our values, compared with those obtained from the Skin Model method, are reported in Table II . From this, it is evident that almost all the different values agree each other within the experimental error bars we measured.
A joined analysis of Tables I and II gives some useful information about the dependence of thermal resistance on the thickness, mass per unit area and linear density of the samples. Of some relevance is the ratio between the mass per unit area and the average value of the linear density, giving information on the trend of the weaving: for low values of this ratio, more space is left between the weft and the warp, while, for higher values, such space is much reduced. When considering also the other relevant properties, including absorption and diffusivity, interesting results are those presented in Fig.s 5 . From these graphs we note a sharp difference of thermal conductivity and resistance between type A and type B fabrics, as well as a non-monotonic behavior of those quantities as a function of the mass per unit area. This might be correlated to the different warp/weft structure of a given fabric, and then to the different surface density and geometric area of the interstices (cfr. the next subsection about the influence of the air retention on the thermal properties of the fabrics). Particularly intriguing is the apparent existence of a minimum in some graphs, pointing out some extremal conditions in the thermal response of the fabric.
C. Measurements II
The next step we undertook has been to extend our measurement protocol to study the behavior of the cotton samples with respect to water retaining. In this case, of course, we have to take a proper account of water evaporation, and the following method has been applied in order to obtain consistent experimental data for a given water concentration, here measured indirectly from the mass of the wet fabric. The basic idea is to measure the mass of the dry fabric before any thermal measurements, and then to measure the mass of the wet fabric shortly before and after the collecting of temperature data, in order to obtain a given average concentration to be directly related to the actual thermal measurement. In the present case, we have chosen to collect data from each sample until water concentration was reduced to about a quarter of the initial one, that is when
The measured values of the thermal conductivity for the wet sample were, then, obtained as above, and plotted in Fig.s 6 for a given value of the dimensionless mass concentration of water that the given sample had initially retained, The experimental data we obtained (see Table III ) confirm an important physical property: when the air prevails within the fabric, its conductivity is lower, so that the transpirability is higher and a warm sensation is induced. Instead, a non-negligible water concentration leads to higher values of the conductivity, so that the transpiring capacity of the fabric is reduced and, therefore, the present moisture makes the fabric "sticky", providing a cold sensation [24] .
From a physical point of view, water fluence through the fabric depends mainly on the nature of the micro-pores present in the tissue, whose thermal behavior is, on its turn, directly influenced by water: from the experimental data in Fig.s 6 it is clear that the regime condition is achieved sooner in time. As a consequence, the exponential best fit, adopted in previous measurements, is now replaced by an horizontal straight line: that is, thermal conductivity reaches directly a constant value (on the other hand, by using again an exponential fit we get identical results). The shorter time required for approaching the regime condition is a clear indication that water within the fabric modifies the structural composition of the fabric itself. The convective action of water in the heat propagation mechanism makes the system to get thermal homogeneity much early in time, while the specific heat turns out steadier. Indeed, the specific heat of the wet fabric is different from that of the dry one and also changes with temperature, thus directly influencing the conductivity. As a consequence, the kinetic of global thermalization becomes flatter and reaches earlier its regime value. 
IV. CONCLUSIONS
The measurement protocol presented here has been tested by means of very long calibration procedure, aimed at acquiring a proper knowledge about the physical behavior of the relevant components of our experimental apparatus. In particular, we have built up appropriate calibration models for the measurements of thermal conductivity of fabrics, and applied standard regression methods to the statistical analysis of the calibration operation. Our measurements on cotton fabrics have provided useful information about their behavior in different physical conditions: wet and dry fabrics undergo a different thermalization kinetics and have different conductivities, leading to different comfort features. Best fit curves for any relevant thermal quantity have, moreover, been obtained from the measurements on dry fabrics.
Differently from other devices, the ThermoTex protocol associated with the Thecotex machinery applies rigorous physical procedures, and then leads to a closer agreement with the international scientific standards. The calibration patterns for the heat source have been obtained for different operating voltages and, therefore, for different operating temperatures: the typical trend exhibited by the data taken in practically any given condition (see Fig. 2a ) allows a thorough enlargement of the range of temperatures at which measurements and tests can be performed.
The measured values of thermal conductivity show a sensitivity to large temperature variations, as expected for many insulating materials.
Actually, the ThermoTex protocol applies to many different types of materials (not only fabrics), and to very different physical conditions. Our present analysis of the different dry/wet fabric behavior has, in particular, confirmed experimentally how the physical properties of water, having a higher conductivity, influence the thermalization kinetics of the cotton sample, the wet samples reaching the regime conductivity condition earlier in time.
The detailed study of the physical behavior of our experimental setup allows further improvements of it, including a new electronic system driving the automatic collection of experimental data and the automatic calibration of the power transmitted by the hot plate in the course of time. In particular, our future aim will be to extend the present measurements to a larger number of fabrics and other materials in different configurations, analyzed -again -with the rigorous approach described above. The final step of the present research program will be a phenomenological theory of heat transfer through the fabrics, able to predict characteristic comfort properties to meet the market demand.
The predictions of such a theory about relevant textile thermal properties could, then, be tested, and novel textile products, suitable for different applications, could finally be manufactured.
